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Abstract Patient-specific cardiac modelling can help
in understanding pathophysiology and therapy plan-
ning. However it requires to combine functional and
anatomical data in order to build accurate models and
to personalize the model geometry, kinematics, elec-
trophysiology and mechanics. Personalizing the elec-
tromechanical coupling from medical images is a chal-
lenging task. We use the Bestel-Cle´ment-Sorine (BCS)
electromechanical model of the heart, which provides
reasonable accuracy with a reasonable number of pa-
rameters (14 for each ventricle) compared to the avail-
able clinical data at the organ level. We propose a per-
sonalization strategy from cine MRI data in two steps.
We first estimate global parameters with an automatic
calibration algorithm based on the Unscented Trans-
form which allows to initialize the parameters while
matching the volume and pressure curves. In a sec-
ond step we locally personalize the contractilities of all
AHA (American Heart Association) zones of the left
ventricle using the Reduced Order Unscented Kalman
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Filtering on Regional Volumes. This personalization
strategy was validated synthetically and tested success-
fully on eight healthy and three pathological cases.
Computer Model - Cardiac Mechanics - Medical Im-
ages - Patient-Specific Models - Regional Volumes -
Reduced Order Unscented Kalman Filtering
1 Introduction
Understanding pathologies, planning a therapy, train-
ing for a surgery or selecting suitable patients for a
treatment are challenges that cardiologists face every-
day. For instance, Cardiac Resynchronization Therapy
(CRT), which releases heart failure with a pacemaker,
is still difficult to predict in spite of many advances
(Chung et al, 2008; Cazeau et al, 2001), and fails in
30% of the treated cases. To ease their tasks, a signifi-
cant amount of image data is now available. One goal
of computational cardiology is to use cardiac imaging
data to build patient-specific electromechanical mod-
els of the heart that can then be used to better analyze
and simulate cardiac function (Smith et al, 2011; Ser-
mesant et al, 2012).
In order to reach such a goal, several components
are mandatory. Firstly, an accurate anatomical model
has to be extracted from the image data to represent
the heart geometry. Recently, various approaches have
been proposed to automatically segment cardiac im-
ages from different modalities, such as echocardiog-
raphy (Butakoff et al, 2011; Zhu et al, 2010), com-
puted tomography (CT) (Ecabert et al, 2011; Zheng
et al, 2008) and magnetic resonance imaging (MRI)
(Petitjean and Dacher, 2011; Schaerer et al, 2010).
In particular, MRI has the advantage of providing a
good image quality noninvasively and without radia-
tion. In this paper, we extract personalized geomet-
rical models from MRI by using a 3D Active Shape
Model approach by Tobon-Gomez et al (2012). The
estimated motion of the myocardium is also needed
to build patient-specific simulations. This motion can
be estimated from sequences of MRI data using var-
ious algorithms (McLeod et al, 2012; Mansi et al,
2011; De Craene et al, 2012a). Then, an electrophys-
iological model has to be considered in order to sim-
ulate the electrical wave propagation within the my-
ocardium which leads afterwards to the contraction of
the muscle cells. Since Hodgkin and Huxley (1952),
several approaches have been developed to describe the
electrophysiology, from biophysical models that sim-
ulate ionic interaction (Noble, 1962), to phenomeno-
logical models based on reaction-diffusion equations
(FitzHugh, 1961; Aliev and Panfilov, 1996) and recent
adaptations of those (Clayton et al, 2011; Pashaei et al,
2011; Relan et al, 2011). They differ in the scale they
use and their complexity in terms of computation times
and number of parameters. These models have to be
personalized from endocardial mappings and electro-
cardiograms (Relan et al, 2011) before serving as input
to the mechanical simulation.
Finally, the electromechanical coupling itself has a
high impact on the resulting simulation. For the past
20 years, the creation of such models has been the fo-
cus of many research teams and various models have
been proposed (Humphrey et al, 1990; Hunter et al,
1997; Nash, 1998; Bestel et al, 2001; Sachse, 2004).
In this paper, the Bestel-Cle´ment-Sorine cardiac model
(Bestel et al, 2001), further improved by (Chapelle
et al, 2012b) is used. It shows a good compromise
between complexity and accuracy (Marchesseau et al,
2012b), and a good predictive power for CRT under
different pacing conditions (Sermesant et al, 2012).
The personalization of such mechanical models has
been tackled by different approaches. Variational as-
similation methods (Delingette et al, 2012; Sainte-
Marie et al, 2006) were used to locally estimate the
active parameters (contractility, contraction and relax-
ation rates), Sequential Quadratic Programming (Wang
et al, 2009) to estimate the passive material stiff-
ness, while Reduced Order Unscented Kalman Filter-
ing was aimed at estimating the contractility param-
eters (Chabiniok et al, 2011; Moireau and Chapelle,
2011).
These methods have already led to promising re-
sults to estimate some model parameters from heart
motion and therefore open the possibility to help car-
diologists in planning their therapy. In this paper we
chose to tackle this issue in a different way. We pro-
pose to estimate the regional contractilities of the left
ventricle based on measured Regional Volumes. Using
regional volumes has the advantage of filtering regis-
tration errors by only considering displacements or-
thogonal to the surface thus accounting for the aper-
ture problem. Moreover, automatic estimation of re-
gional volumes is already available in commercial soft-
ware which may help to streamline the personalization
process. We apply this strategy on a database consist-
ing of eight healthy subjects and three heart failure
patients. To this end, we first calibrate the mechani-
cal model using the Unscented Transform method pro-
posed in (Marchesseau et al, 2012a) from the left vol-
ume curve that we extract from the motion registered
from cine MRI data. Then we apply the Reduced Order
Unscented Kalman Filtering (Moireau and Chapelle,
2011) - using the Verdandi library1- on the regional
volumes measured on the LV endocardium. This strat-
egy was successfully tested synthetically for contrac-
tility estimation and scar tissue detection, and on real
cases. Therefore, the use of regional volumes to per-
sonalize the regional contractilities proved to be ef-
ficient and robust and testing the full pipeline on 8
healthy and 3 pathological cases enabled to draw pre-
liminary conclusions on parameter specificity. In this
respect and to the best of our knowledge, this study
exhibits the largest cohort of healthy and pathological
cases for personalized cardiac models to date.
2 Materials and Methods
2.1 Data Acquisition
The proposed study was performed on 3 pathological
and 8 healthy cases. Data were acquired either at IN-
SERM (Institut National de la Sante´ et de la Recherche
Me´dicale, Universite´ de Rennes 1, France), or at the
Division of Imaging Sciences & Biomedical Engineer-
ing at King’s College London, UK, as part of studies
that were ethically approved. Written informed con-
sent was obtained from all human subjects and the
studies were performed with all appropriate institu-
tional human subjects approvals. All datasets consist
of sequences of cine SSFP MRI with a spatial reso-
lution of 1.5x1.5x7 mm3 for the healthy subjects and
1.25x1.25x10.8 mm3 for the pathological cases. More-
over, an intra-operative electrophysiological study (En-
Site) was performed on all pathological cases.
2.1.1 Real cases study
All heart failure patients were selected for Cardiac
Resynchronization Therapy based on criteria from the
1 Verdandi is an opensource data assimilation library available
at http://verdandi.gforge.inria.fr/. (Chapelle et al, 2012a)
2
New York Heart Association (NYHA) class III-IV. Pa-
tients had a small ejection fraction (EF) < 35% and a
prolonged QRS on electrocardiogram > 120ms.
This study also includes extensive multi-modality
imaging of volunteers from which 8 healthy cases were
used. Volunteers were aged 28 ± 5 years, without clin-
ical history of cardiac diseases. This database was
made available to the research community for 1st Car-
diac Motion Analysis (cMAC) challenge held at STA-
COM’2011, see (Tobon-Gomez et al, In Press) for de-
tails regarding the data acquisition of this study.
2.1.2 Clinical Data Pre-Processing
Three different steps are needed before any mechanical
personalization can be performed: extraction of the
myocardium geometry, estimation of the patient’s
cardiac motion and personalization of the electrophys-
iological propagation.
Geometry Personalization
We first extract a biventricular anatomy from SSFP
MRI datasets using the segmentation algorithm im-
plemented in (Tobon-Gomez et al, 2012). This semi-
automatic segmentation technique is based on a de-
formable model and allows manual deformations if fi-
nal corrections are needed. We generate a volumet-
ric binary image from this biventricular surface (see
Fig. 1) after interpolation and resampling on the z-axis
for a higher resolution mesh. The Marching Cubes al-
gorithm (Lorensen and Cline, 1987) is then used to ex-
tract a polygonal surface. ReMesh (Attene and Falci-
dieno, 2006) enables to smooth and ensure a manifold
triangular mesh while Tetgen2 and Netgen3 generate
the tetrahedral meshes (see Fig. 1) with approximately
14 000 nodes. The sensitivity of the mesh resolution on
the resulting motion was studied and enabled to con-
clude that this resolution is a good trade-off between
computation times and accuracy with respect to the
available data.
In addition, fibre directions were created syn-
thetically as proposed by Streeter (Streeter, 1979).
It is derived from both histological and DTI stud-
ies (Streeter, 1979; Hsu and Henriquez, 2001) and
it has been extensively validated for cardiac simu-
lation (Bayer et al, 2012). The elevation angle was
varied (with respect to the short axis plane) across the
myocardium wall from -70° on the epicardium to 0° at
mid-wall to +70° on the endocardium. This choice
influences the global motion of the myocardium and
was therefore set after a trial and error approach. In
2 http://tetgen.berlios.de
3 http://www.hpfem.jku.at/netgen
the myocardium, the angle was interpolated using the
distance from the selected node to the closest surface.
Alternatively, a way of creating the fibres could be to
map a statistical atlas of human cardiac fibres such as
(Lombaert et al, 2011) onto the patient geometry. This
would allow to include real patient data better than
with predefined synthetic angles. However, statistical
fibre models have not yet been validated for cardiac
simulation.
Motion Estimation
Motion estimation was performed from cine MRI data
using an automatic registration algorithm: the Time
Diffeomorphic Free Form Deformation (TDFFD) al-
gorithm, which has been tested on 3DUS datasets (De
Craene et al, 2012a) and 3DTAG MRI datasets (De
Craene et al, 2012b). The TDFFD algorithm opti-
mizes a 4D velocity field parametrized by B-Spline
spatiotemporal kernels.
With the transformation obtained from the regis-
tration, the static volumetric mesh was deformed and
local or regional indices were computed. Due to its
temporal consistency, this technique computes smooth
volumetric meshes which is highly desirable for our
application.
Resulting meshes were compared to the images
in Fig.2 at end-diastolic phase (frame used for the
segmentation) and end-systolic phase. We noticed
Fig. 2: Estimation of the motion of Volunteer #1 (from left to
right): end-diastolic frame, end-systolic frame.
from Fig.1 and Fig.2 that information on the basal area
is very incomplete. Since we cannot estimate thor-
oughly the real movement in this area, we ignored the
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Fig. 1: Modeling the anatomy of patient Case #1 (from left to right): extracting geometry from MR datasets, generating volumetric
meshes.
observations extracted from the registration related to
this area when personalizing the model. This results in
smaller regional volume zones (see Section 2.2.3) but
this does not alter the convergence of the algorithm.
Moreover this prevents unrealistic parameters to be
estimated without influencing the motion drastically.
Electrophysiology Personalization
A large number of electrophysiological models for car-
diac cell action potential have been developed, ranging
from models at the cellular to those at the sub-cellular
scale. They can be divided into three categories:
– Biophysical models. Are the most complete be-
cause they model ionic currents. Nonetheless, their
high complexity, computational cost and lack of
observability of their parameters make them less
suitable for parameter estimation from clinical
data.
– Phenomenological models. Are based on PDEs and
present an intermediate level of complexity and
computational cost.
– Generic models. Are the least complex set of mod-
els and represent simplified action potentials or de-
polarization times. Eikonal models belong to this
category and model the propagation of the time at
which a given point is depolarized.
To simulate the electrophysiological pattern of ac-
tivity, an Eikonal equation was used. The model was
then solved for the depolarization time Td at each point
of the mesh:
v
√
∇T tdD∇Td = 1. (1)
The local electrical conduction velocity is v and D is
the anisotropic conductivity tensor defined as
D = (1− r)f⊗ f+ rI (2)
where f is the fibre orientation, r the anisotropy ratio
and I the identity matrix.
The solution of this electrophysiological model
was found using a Multi-Front Fast Marching
Method (Sermesant et al, 2007). For healthy cases
no subject specific electrophysiological data were
acquired and therefore standard values were assumed
(conduction velocity of 90cm/s and anisotropic ratio
of 0.1). The personalization of this model requires to
specify the onset of the electrical propagation (manu-
ally defined as areas corresponding to the extremities
of the Purkinje network, on both endocardiums close
to the apex).
For pathological cases, intracardiac non contact
mappings allowed to estimate the time and localiza-
tion of the onset of depolarization as well as electrical
conductivities (see (Relan et al, 2011)). For the person-
alization, the Mitchell-Schaeffer (Mitchell and Schaef-
fer, 2003) biophysical model is used. It simulates the
evolution of the transmembrane potential as a function
of simplified inward and outward currents. An example
of personalized electrophysiology is given in Fig.3 for
a LBBB case (depolarization wave starting on the right
ventricle) after registration and interpolation of the En-
site non contact mapping data available only on the left
ventricle.
2.2 Mechanical Personalization Strategy
In this paper, a SOFA 4 implementation of the
Bestel-Cle´ment-Sorine electromechanical model
(Marchesseau et al, 2012a,b), first introduced by
Bestel et al (2001), was used (see Appendix A for a
description of the model and its parameters). Using
SOFA allows efficient computation, modularity and
interactivity which are strong assets for further therapy
planning. This model includes several passive and
active terms, as well as some boundary constraints that
4 SOFA is an open source medical simulation software (avail-
able at www.sofa-framework.org)
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Fig. 4: Personalization pipeline: combining the electromechanical model and the data to calibrate then personalize the parameters.
Fig. 3: Personalized electrophysiology simulation obtained after
registration and interpolation of the EnSite Depolarization Time
isochrones available on the Left Ventricle. (For interpretation of
the color map in this figure, the reader is referred to the web
version of this article.)
represent the fluid flow that circulates inside the ventri-
cles during the four cardiac phases (Marchesseau et al,
2012a). This model depends on 14 global parameters
that need to be estimated. To this end, we propose to
first assess global values for the parameters using the
Unscented Transform algorithm (Julier and Uhlmann,
1997) from global observed quantities (endocardial
volume and pressure) as described in (Marchesseau
et al, 2012b); and then to use the ROUKF (Reduced
Order Unscented Kalman Filter) personalization
algorithm (Moireau and Chapelle, 2011) implemented
in Verdandi (Chapelle et al, 2012a) from local mea-
surements to assess more precisely the contractility per
region (see Fig.4 for a representation of this pipeline).
2.2.1 Calibration based on the Unscented Transform
The initialization of the parameters is a crucial pre-
requisite for the personalization algorithm to converge
towards a relevant solution. In (Marchesseau et al,
2012a), we showed that this can be performed in a fast
and efficient way using the Unscented Transform al-
gorithm to match indices on the volume and pressure
curves (if available) leading therefore to the calibra-
tion of 4 to 7 parameters. This algorithm, represented
in Fig.5, builds a covariance matrix Cov(θ ,Z) between
the relevant parameters which are spread around some
initial parameter set θ 0 and the observations Z -in our
case the minimum of the LV (Left Ventricle) volume
and the minimum and the maximum of its derivative.
The new parameters θ new are then found to minimize
0 
i 
Z i 
Z 
2n +1 
simulations Z 
0 
ߠ -i 
Z -i 
Set of parameters Observations 
Z 
obs new 
Unscented Transform 
ߠ ߠ 
ߠ 
Fig. 5: Schematic representation of the Unscented Transform al-
gorithm.
the difference between the mean simulated observa-
tions Z¯ and the measured observations Zobs with
(
θ new−θ 0
)
= Cov(θ ,Z) Cov(Z,Z)−1
(
Zobs− Z¯
)
.
(3)
In one simulation, this algorithm enables to cali-
brate the main parameters chosen from a sensitivity
analysis on the volume curve (and the pressure curve
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when available). We adjusted the initial set θ 0 after
a trial and error approach on a healthy volunteer and
then used the same initialization θ 0 for all studied
cases (healthy and heart failure). Using the same θ 0
and range of parameter values for all cases makes the
calibration automatic. In this respect, we have already
presented consistent results for healthy controls as well
as pathological cases in (Marchesseau et al, 2012c).
2.2.2 ROUKF Personalization Algorithm
Once initialized, the parameters can be locally (re-
gionally) estimated using a more advanced algorithm
that deals with much larger dimensional systems. We
use in this paper a type of Kalman filter which belongs
to the sequential data assimilation methods.
Data Assimilation Principles
Data assimilation methods intend to estimate state vari-
ables of the considered system using measurements.
State variables usually consist of the trajectory (posi-
tions, velocities ,...) but can in fact include model pa-
rameters or other dynamical variables such as regional
strains for instance. A model is therefore represented
by a dynamical system governing the state variable X
that includes the parameters of the model:
{
X˙ = A (X, t)
X(0) = X0 +ξX
(4)
where A is a non-linear operator, X0 the a priori value
for initial conditions and ξX the uncertainties in the ini-
tial conditions.
The available measurements are described through a
linear observation operator H. The observations are
therefore modeled by the application of this operator:
Z = HX+ χ (5)
where χ is the observation noise.
Two types of assimilation methods exist: the sequen-
tial and the variational approaches. In the variational
approach, a cost function is iteratively minimized after
gathering measurements over a period of time. In the
sequential approach, a new estimation of the state is
performed each time a new measurement is available
through statistical analysis. Both approaches have
shown promising results in cardiac personalization:
(Billet, 2010; Delingette et al, 2012; Sainte-Marie
et al, 2006) that use the variational approach to
estimate the contractility parameters or (Xi et al, 2011;
Chabiniok et al, 2011) that preferred the sequential
approach). We use in this paper the Unscented Kalman
Filter in its reduced form, derived in (Moireau and
Chapelle, 2011) since we only estimate the parameters.
Unscented Kalman Filtering
The Unscented Kalman Filter can be seen as an it-
erative Unscented Transform described in 2.2.1. It is
based on three steps at each discrete time n, for the
state vector X which consists in the state values (posi-
tions, velocities, ...) and the parameters θ .
– Sampling: Creates the sigma-points (minimal set
of sample points around the mean) given an inter-
polation rule leading to I, using a state error covari-
ance matrix P:
Xˆ
(i)+
n = Xˆ
+
n +
√
P+n I
(i) (6)
were X(i) is the ith sigma-points associated with
vector X.
– Prediction: Estimates the next state as the mean
of the states simulated with the sigma-points, and
the next covariance as the covariance of the states
simulated with the sigma-points:{
Xˆ−n+1 = Eα
(
An+1|n
(
Xˆ∗+n
))
P−n+1 =Covα
(
An+1|n
(
Xˆ∗+n
)) (7)
where the mean Eα and the covariance Covα are
calculated with the weights αi of the sigma-points,
and noting X∗ the concatenation of the vectors X(i).
– Correction: Updates the state vector and its covari-
ance given the new sigma-points and correspond-
ing observations using the new observation opera-
tor H and the covariance of the noise W through
the following calculations:


Xˆ
(i)−
n+1 = Xˆ
−
n+1 +
√
P−n+1I
(i)
Z
(i)
n+1 = Hn+1Xˆ
(i)−
n+1
PXZ˜α =Covα
(
X∗−n+1,Z
∗
n+1
)
PZ˜α = Wn+1 +Covα
(
Z∗n+1,Z
∗
n+1
)
Xˆ+n+1 = Xˆ
−
n +P
XZ˜
α (P
Z˜
α)
−1
(
Zn+1−Eα
(
Z∗n+1
))
P+n+1 = P
−
n+1−P
XZ˜
α (P
Z˜
α)
−1(PXZ˜α )
T
(8)
Reduced Order Unscented Kalman Filtering
We aim, in this paper, at estimating only the p param-
eters of the model (in our case the 17 regional contrac-
tilities from the 17 AHA zones of the left ventricle).
Therefore, we only generate 2p+ 1 sigma-points and
the covariance P is reduced to the parametric space of
dimension p. Its rank is therefore p, much smaller that
the dimension of the space d. We suppose that we can
manipulate covariance matrices in the factorized form:
P = LU−1LT (9)
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where U is an invertible matrix of rank p and represents
the main uncertainties of the system. A new derivation
of the algorithm can therefore be performed without
computing the full covariance matrix P, as shown in
(Moireau and Chapelle, 2011; Moireau et al, 2008).
2.2.3 Observation Extraction from the Images
We suppose in this paper that the deformed meshes
registered from the cine-MRI as explained in Sec.2.1.2
are the only available measurements. Several types of
observations can then be extracted from these meshes.
Since the registration method focuses only on the
visible contours in the image, we cannot expect the
trajectory of all the points in the myocardium to be
accurate. We will therefore only consider the points on
the endocardial surfaces. Three types of observations
can be derived directly from this:
Volume curve
First, for the calibration, the volume of the Left Ven-
tricle is computed over time, giving the three required
observations (Vmin,dV/dtmin and dV/dtmax). These
observations are easily computed using the topology
of the endocardium as explained in (Marchesseau
et al, 2012a). However it is not sufficient to recover the
motion of the whole myocardium.
Positions on the Surface
The most complete observation include the positions
of all the points on the endocardial surface. The esti-
mation tries therefore to match the motion point-wise.
The advantage of what we call the Surface-Points
Estimation is that the observation operator H is
straightforward, filled with 1 values on each coordi-
nate of the surface nodes and 0 values otherwise. The
main drawback is that there is no guarantee that the
registration tracks displacements of material points,
but rather apparent displacements of the contours,
inducing therefore errors on the observations (well
known aperture problem in Computer Vision where
several deformations would lead to the same visible
contours). There exist observation operators Chabiniok
et al (2011) that filter this aperture issue taking into
account distances between the surface contours. These
methods give promising results but are not directly
applicable for clinical context due to their computation
times.
Regional Volumes
Alternatively, we suggest to use regional volumes as
observations. To this end, we project the 17 AHA vol-
umetric segments (Fig.6) on the LV endocardium sur-
face, and calculate the volume formed by this surface
and the barycenter of the LV endocardium over time.
Not only does this method allow to capture the motion
of the surface locally without smoothing tracking er-
rors, but it also leads to a small number of observations
to match, decreasing this way the computation time.
Note that a possible drawback could be a loss of ob-
servability (or identifiability here) due to the reduction
of the observation space. However, regional volumes
are used by clinicians as a pathological index (Baxley
and Joseph Reeves, 1971) and therefore may contain
sufficient information on the investigated pathology.
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Fig. 6: (Top) Bull’s eye plots of the AHA 17 segment division
(View from the apex). (Bottom) Example of Regional Volume.
2.2.4 Error Measurements
In order to evaluate the errors between the estimated
motion from the registration and the simulated motion,
several error measurements are used. First, the result
of the calibration algorithm compares the simulated
volume curve V simu(t) to the registered volume curve
V obs(t) using the standard root mean square difference:
ε¯V =
√
∑
Nsteps
t=0 (V
simu(t)−V obs(t))
2
Nsteps
(10)
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where Nsteps is the number of images in the MRI se-
quence. Then, after personalizing the model from re-
gional volumes, we compare the simulated regional
volumesV simui (t) to the registered onesV
obs
i (t) normal-
ized by the area Si of the AHA surface (for an estima-
tion of the distance between the surfaces) to obtain a
mean square difference for each regional volumes that
we average:
ε¯RegVol =
1
N
N
∑
i=0
1
Si
√
∑
Nsteps
t=0
(
V simui (t)−V
obs
i (t)
)2
Nsteps
.
(11)
It is also interesting to record the distance error be-
tween the regional volumes at end-systole where it is
maximal:
ERegVol =
1
N
N
∑
i=0
∣∣V simui (Tmax)−V obsi (Tmax)∣∣
Si
. (12)
These errors give a good indication on how well the
simulated motion match the registered one on the left
endocardium. For a more global index that takes all the
surfaces into account (including epicardium and right
endocardium), we define a symmetric distance on the
contours Ω as:
εC =
1
2
∑
Npoints
k=0 dist(Ω
simu−Pobsk )
Npoints
+
1
2
∑
Npoints
k=0 dist(Ω
obs−Psimuk )
Npoints
(13)
with a mean value over time noted ε¯C and a value at
end-diastole EC.
3 Results
3.1 Selection of Adequate Observations
In order to select the most appropriate type of observa-
tions (surface points vs LV endocardium regional vol-
umes), we performed a synthetic study. We created a
sequence of deformed meshes with a forward simula-
tion of the model using different values of the contrac-
tility for each of the 6 zones of the left ventricle (com-
bining the AHA segments as shown in Fig.7). We then
estimated these 6 contractilities with the ROUKF per-
sonalization algorithm using either the surface points
as observations or the regional volumes.
The resulting deformed meshes after personaliza-
tion are compared with the ground truth (simulated
data) on Fig.8 where we can see that both methods
give an excellent match. The resulting estimated pa-
rameters are given in Fig.9 for the two estimations






Fig. 7: Division of the myocardium into 6 regions for the left
ventricle and 1 for the right ventricle, combining the standard
AHA zones. (View from apex)
Fig. 8: Comparison of the personalized motion at end-systole on
short axis view from the base (left) and long axis (right) plane.
Grey surfaces represent the ground truth, green contours the ini-
tial simulation, pink the estimated contours using regional vol-
umes and blue the estimated contours using surface points. Since
no clear difference can be made from the pink and blue contours,
we conclude that both techniques give similar results and man-
age to match the ground truth. (For interpretation of the refer-
ences to color in this figure legend, the reader is referred to the
web version of this article.)
and compared with the reference value. We can see
that surprisingly the parameters are better estimated
with the regional volumes. To understand why observ-
ing regional volumes leads to better parameters in this
case than observing all the points of the surface, we
evaluated the errors on these two types of observa-
tions (Surface Point error ε¯C and Regional Volumes er-
ror ε¯RegVol) while varying the contractility of one zone
around its ground truth value. Fig.10 gives the resulting
mean errors. We can see that the Regional Volumes er-
ror ε¯RegVol has only one minimum whereas the Surface
Points error ε¯C has a non-smooth variation leading to
several local minima in which the estimated parameters
may be ”trapped” in the filtering process. Of course,
observability is enhanced when using pointwise dis-
placements, hence we conjecture that a finer tuning of
the filtering method would overcome this difficulty, see
Imperiale et al (2011).
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Fig. 9: (a) Regional contractility estimation using observations on all the surface points. (b)(d) Reference values of the contractility.
(c) Regional contractility estimation using observations on the regional volumes in the LV endocardium.
Fig. 10: Comparison of the errors using the two types of obser-
vations, for various contractilities.
3.2 Detection of Infarcted Tissue
In this section, we tested the ability of a personalized
model, using the regional volumes as observations, to
detect regions of low contractility, for instance due to
presence of scars following an infarct. In order to eval-
uate the detection power of the proposed personaliza-
tion based on regional volumes, a set of tests were
performed using synthetic data. Forward simulations
with varying size of scar tissue (from 300 tetrahedra
to 2000 tetrahedra out of the 65 000 tetrahedra for the
full myocardium) were performed to create the obser-
vations. The relative contractility was set to 0.3 for the
scar zone and 1 for the rest of the myocardium. Be-
fore using the personalization algorithm, random noise
was added on the regional volumes to obtain obser-
vations closer to what would be observed with real
data. Resulting volumes curves (with 10% noise) com-
pared to synthetic ones (0% noise) are shown in Fig.11.
Moreover, to calibrate the ROUKF personalization al-
gorithm, the expected maximum error must be set. To
make this test realistic, an error of 0.5mm was allowed.
This explains why the initial relative contractility of 0.3
cannot be reached.
The estimated contractilities obtained for the scars
Fig. 11: Regional Volumes simulated with 0% noise (smooth
curves) and 10% noise (non-smooth curves).
zone are presented Fig.12 for the various sizes and
noise amplitudes. We note that the noise does not in-
fluence the estimation of the parameter for scars zone
larger than 1300 tetrahedra (as represented in Fig.12).
Moreover, since a relative contractility of 1 represents
the normal contractility for the myocardium, an esti-
mated relative contractility too close to 1 for the scar
zone means that the detection fails (which is the case
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for the zones with sizes 300 tetrahedra, 650 tetrahedra
and 1300 tetrahedra). On the other hand, the zone of
size 2000 tetrahedra has an estimated relative contrac-
tility much smaller than 1 which means that the de-
tection succeeds. Therefore, the proposed personaliza-
tion method based on regional volumes is able to detect
zones with lower contractility as long as these zones
are large enough (here 3% of the myocardium).
Fig. 12: (Left) Estimated contractilities on the scars zones for
different sizes of the zones and different noise. (Right) Repre-
sentation of a scar zone of 1300 tetrahedra.
3.3 Real Cases Personalization
Personalizing real cases requires three steps:
– Selecting the region that has the smallest displace-
ment (basal area or apex) in order to constraint this
region as a boundary condition.
– Performing a calibration of 4 parameters (includ-
ing contractility) for the left ventricle, based on the
volume curve.
– Running the ROUKF personalization algorithm us-
ing regional volumes on the LV endocardium in or-
der to estimate the 17 regional contractilities of the
LV.
This pipeline was applied on 3 pathological cases and
8 healthy volunteers and enabled to draw preliminary
conclusions on pathological cases versus healthy
controls. Results of the full personalization strategy
are detailed here for the pathological Case #1, then
error measurements and estimated contractilities are
given on all cases. The observation vector Z is of
size the number of regional volumes and X contains
all the state variables and the parameters to estimate
(node positions, velocities, ...). The full pipeline takes
about 2p+2 = 36 times a simulation time on a single
CPU (one simulation lasts about 10 minutes for 1
heart beat on a 60 000 tetrahedral mesh) where p is
the number of estimated parameters (here 17 regional
contractilities). However, full parallelization can be
done leading to a total computation time of twice a
simulation time (20 minutes).
3.3.1 Results for Case #1
First, volume curves resulting from the calibration are
given in Fig.13. The mean error on the volume ε¯V de-
creases from 17mL to 4mL giving therefore a good ini-
tialization.
Second, the results of the full personalization are given
Fig. 13: Case #1: Volume evolution before (green) and after (red)
calibration compared with real value extracted from the registra-
tion (blue).
in Fig.14 where we compare the deformed mesh to the
registered mesh and the images. The distance error on
the contours εC is displayed in Fig.15 at end-diastole
and shows how close the model follows the registered
motion. The mean distance error on all the surface de-
creases from 2.8 mm to 2.1 mm which is a reasonable
error given the image resolution (1.25 mm x 1.25 mm)
and the fact that we only try to match the left endo-
cardium.
Registered and simulated regional volume curves are
compared in Fig.16. The mean relative error on the re-
gional volumes (normalized by the surface area) de-
creases from ε¯RegVol = 1.1 mm with initial parameters
to ε¯RegVol = 0.6 mm after personalization which proves
a very good improvement.
Finally, Fig.17 gives the estimated relative contractili-
ties along the personalization steps and shows that the
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Fig. 14: Short axis and long axis view of the end-systolic phase. Comparison of direct model with the initial parameters (green), direct
model with the estimated contractilities on all left ventricle AHA zones using the regional volumes on the LV endocardium (red) and
registered mesh (cyan). (For interpretation of the references to color in this figure legend, the reader is referred to the web version of
this article.)
Fig. 16: Case #1: (Left) Registered regional volumes on the LV endocardium. (Right) Estimated regional volumes.
Fig. 15: Case #1: Evaluation of the distance error on the con-
tours of the surface at end-systolic phase (EC). The basal area
is cropped since we do not take the corresponding observations
into account. (For interpretation of the color map in this figure,
the reader is referred to the web version of this article.)
estimation converges before the end of the personaliza-
tion.
Fig. 17: Case #1: Evolution of the estimated relative contrac-
tilities along the personalization steps. We note a mean relative
contractility of 0.55. Contractility of zone #17 might be overes-
timated since it corresponds to the apex which is constrained by
our boundary conditions.
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Fig. 18: Errors between the simulation and the registration before (in blue) and after (in pink) personalization.
3.3.2 Error Measurements
In order to evaluate the accuracy of the personalized
motion, we computed the errors previously defined on
all the tested cases, before and after personalization.
Fig.18 presents in (a) the resulting errors on the re-
gional volumes ε¯RegVol which is what is actually min-
imized during the personalization, as well as its value
at end-systole (b). Finally, as an indicator of the global
motion on all the surfaces, the distance error on the
contours ε¯C is given in (c).
We can see that the personalization decreases the errors
in all the cases and that the mean error on the regional
volumes is pretty low (0.7mm) which is smaller than a
pixel size. However, the error on the total surface still
needs to be improved including observations from the
right ventricle and the epicardium.
3.4 Preliminary Specificity Study
Our database consisting of 8 healthy controls and 3
pathological cases selected for the Cardiac Resyn-
chronization Therapy (with therefore a small ejection
fraction and a long QRS) allows to draw prelimi-
nary conclusions and compare each pathological case
to the controls. First, from the global volume curves,
a calibration was performed to initialize 4 parame-
ters. The resulting parameters for the healthy controls
(box plots) and each pathological case are presented
in Fig.19. We can see from this graph that the Com-
putational Biophysical Model Personalized for case
1 (CBMP#1) and case 2 (CBMP#2) exhibit a sim-
ilar behavior with a smaller global contractility than
the healthy controls but normal bulk modulus, vis-
cosity and peripheral resistance. On the other hand,
the Computational Biophysical Model Personalized for
the third case (CBMP#3) exhibits what seems to be
a global contractility closer to the normal range, and
a very high Bulk Modulus. Therefore, the model of
the myocardium muscle for this case is stiffer than the
model describing the healthy cases but the contractil-
ity is equivalent. The small ejection fraction can there-
fore be due for CBMP#3 to the high stiffness whereas
it can be due for CBMP#1 and CBMP#2 to a small
contractility. This difference could be explained by the
fact that this patient has a different etiology than the
first two cases (idiopathic cardiomyopathy) and, more
importantly, has regurgitation at both the mitral and
aortic valves. Furthermore, this patient presents sig-
nificant atrial volumes, with an increased pulmonary
artery pressure. This leads to a smaller inflow than out-
flow as shown in Fig.20.
Fig. 19: Estimated global parameters for the 3 pathological cases
compared to the healthy controls (box plots). σ0 is the global
contractility, µ the friction parameter, K the Bulk modulus re-
lated to the stiffness of the passive myocardium and Rp the pe-
ripheral resistance in the aorta.
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Fig. 21: Estimated regional contractilities for the 3 pathological cases compared to the healthy controls (box plots).
Fig. 20: Registered outward flow curves for the pathological
cases compared to the mean healthy curve, showing that Case
3 only has a smaller inflow than outflow.
A comparison of the regional contractilities ob-
tained from the personalization method that we pro-
pose leads to consistent observations (see Fig.21). In-
deed, the personalized regional contractilities of the
first two cases are much smaller on all the regions than
the controls. Moreover, CBMP#3 exhibits regional
contractilities closer to the contractilities of healthy
hearts for most regions. Some of the estimated contrac-
tilities however are extreme (zone 7 has a very small
contractility while 17 has a very high contractility)
which could indicate local dysfunctions. The study of
the covariance on the parameters showed that our con-
fidence on the contractilities of zones 1 to 6 and zone
17 is 4 times smaller than on the other zones due to the
boundary constraints on the base and the apex that we
set.
4 Discussion
4.1 Personalization from Regional Volumes
In this paper we proposed patient-specific modelling of
the heart based on regional volumes. Tests performed
on synthetic data proved that this choice of observa-
tions was relevant to estimate regional contractilities
and detect scar tissue as long as the size of the scar
zone is not too small. The advantage of such an ap-
proach is to smooth the input observations in order to
match the motion of the left endocardium. This method
proved to be robust and can be used at a large scale. In-
deed, although the regional volumes were rather dif-
ferent for pathological cases and healthy volunteers,
we managed to estimate the regional contractilities and
have a good final match on the motion. Finally estimat-
ing the regional volumes gives precious indices on the
synchronization of the AHA zones which could be fur-
ther studied for therapy planning.
4.2 Analysis of Real Case Personalizations
Our database of 3 pathological cases and 8 volunteers
allows to draw preliminary conclusions. First, the per-
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sonalized computational biophysical models that in-
tend to characterize these pathological cases exhibit
different global contractility and/or stiffness. Our re-
sults on the calibration and on the regional person-
alization are consistent and show that CBMP#1 and
CBMP#2 display a similar behavior (small estimated
global and regional contractilities with normal esti-
mated stiffness), while CBMP#3 is clearly different.
First, CBMP#3 exhibits a reasonable global contrac-
tility parameter while showing a high stiffness which
seems to explain its small ejection fraction and its
small filling flow. Second, CMBP#3 estimated regional
contractilities are for most of them similar to healthy
cases with localized akinetic regions confirmed by the
clinicians. In addition, this case, with a different etiol-
ogy, was the one not responding to the CRT. Our per-
sonalization pipeline therefore gives results in agree-
ment with the clinical interpretation of the images.
4.3 Limitations of the Personalization Pipeline
The proposed approach includes several processing
and computational steps that are subject to uncertain-
ties. First, we relied on image segmentation and track-
ing which are challenging due to the limited intensity
contrast of the myocardium, and the aperture prob-
lem. Then, with the calibration, 4 global parameters
could be assessed (contractility, viscosity, bulk mod-
ulus and peripheral resistance) and the remaining 10
(including other stiffness parameters, contraction and
relaxation rates as well as other pressure related pa-
rameters) were set to their standard values which were
chosen after a trial and error approach on one healthy
case, or from the literature (see Appendix A for the
full list and values). This choice of parameters to cal-
ibrate was made from a complete sensitivity analysis
(Marchesseau et al, 2012a) which led to conclusive re-
sults on healthy and pathological cases (Marchesseau
et al, 2012c). However, data on ventricular pressure
would help the parameter estimation compared to us-
ing literature values that can be far from the actual
patient condition. Second, boundary conditions play a
significant role in the myocardium motion and hemo-
dynamics, therefore they need to be assessed carefully.
Our model includes a pericardium that constrains the
outward radial motion and some elastic constraint that
can be applied on the apex (which is either outside the
field of view of the images, or barely moving) and on
the basal area around the valves. However, the pre-load
and the after-load were not personalized in this article
which probably impacts the estimation of the parame-
ters. For instance, modelling the regurgitation observed
on the third pathological case could help in obtaining
parameters closer to the actual intrinsic tissue proper-
ties of this patient. Finally, a time registration between
the real data and the simulation is necessary and influ-
ences as well the results of the personalization.
4.4 Perspectives
Our method only intends to recover the motion of the
left endocardium. To improve the results of the per-
sonalization, or estimate more parameters such as the
regional stiffness for instance, one may include the
regional volumes calculated from the epicardium and
intend to recover the thickening and shrinking of the
muscle or estimate the parameters related to the bound-
ary conditions. Using measurements on the regurgita-
tion would also improve the personalization since our
heamodynamic model that represents the pressure con-
straint (Marchesseau et al, 2012a) can include regurgi-
tation by estimating the iso factor Kiso. Alternatively,
we could couple this heamodynamic constraint with
a lumped-flow model as used by (Koon et al, 2010).
Also, since the estimated parameters indicate a highly
incompressible behavior, we will address this incom-
pressible behavior in the future by adopting specific
finite element procedures. Moreover, we could divide
the endocardium in different zones than the standard
AHA zones in order to obtain more precise results (for
instance taking into account known scar zone, or divid-
ing the actual AHA zones by 2). Applying this method
on a larger database could also lead to better assess-
ment of the parameters specificity of the personalized
models. Finally, the proposed method could also help
in testing the acute response to pacing by simulating it
on the personalized model.
5 Conclusion
This paper proposed a personalization strategy made
of a global calibration and the application of the Re-
duced Order Unscented Kalman Filter to estimate re-
gional contractilities based on regional volumes using
a complete model of the heart. The personalization of 3
pathological cases and 8 volunteers shows the robust-
ness of this strategy and opens up possibilities to study
the specificity of the estimated physiological parame-
ters to the etiology and the response to CRT. The use
of regional volumes allows to smooth registration er-
rors and to find a good compromise between the physi-
ological behavior of the model and the accuracy of the
personalization.
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A The Bestel-Cle´ment-Sorine electromechanical
model
For the sake of completeness, we provide a brief description
of the Bestel-Cle´ment-Sorine electromechanical model (Bestel
et al, 2001) further improved by Chapelle et al (2012b) that we
used throughout this paper. This description has already been
published in (Marchesseau et al, 2012b).
The model is composed of a passive isotropic visco-
hyperelastic component that accounts for the elasticity and the
friction in the cardiac extracellular matrix surrounding the fi-
bres, described as a MooneyRivlin material. The strain energy
for a MooneyRivlin material is given as:
We = c1(I¯1−3)+ c2(I¯2−3)+
K
2
(J−1)2
where c1,c2 are material parameters and K is the Bulk modu-
lus. The quantities I¯1 and I¯2 are the isochoric invariants of the
Cauchy-deformation tensor C.
In parallel, the stress along the cardiac fibre is composed of
an active part (contraction in the sarcomere) and a passive part
corresponding to the elastic bound (titin) between sarcomeres
and Z-discs, having stress σs = Eses. The contractile component
having stress tensor σc, driven by the control variable u, has a
viscous part to account for the energy dissipated in the sarcomere
due to friction. This gives
σc = τc + µ e˙c.
Fig. 22 shows a rheological representation of this model.
Fig. 22: Full electromechanical model.We is the strain energy of
the extracellular matrix considered here as an isotropic material,
associated with a dissipative term η . u is a control variable which
is driven by changes in transmembrane potential. It controls the
contraction stress τc. µ deals with the friction in the sarcomere
while Es is a linear spring to enforce elasticity of the Z-discs
(titin).
At the nanoscopic scale, the binding and unbinding process
of the actin and myosin filaments in the sarcomere is described
by Huxley’s filament model (Huxley, 1957). Statistical mechan-
ics allows to describe its behavior at the macroscopic scale, re-
sulting in a differential equation that controls the active stress τc
and the sarcomere stiffness kc:{
k˙c = −(| u | +α | e˙c |)kc +n0k0 | u |+
τ˙c = −(| u | +α | e˙c |)τc + e˙ckc +n0σ0 | u |+
where α is a constant related to the cross-bridge release due to
a high contraction rate, k0 and σ0 are respectively the maximum
stiffness and contraction. n0 is a reduction factor that allows to
take into account the Starling effect by which the maximum con-
traction depends on the fibre strain ec. The control variable u is
derived from the electrical activation model and is a function of
the free calcium concentration only. It is modeled using electro-
physiological inputs such as depolarization times (Td) and action
potential durations (APD) and depends on two parameters: kATP
the rate of the myosin ATPase activity controlling the contraction
rate and kRS the rate of sarcoplasmic reticulum calcium re-uptake
controlling the relaxation rate.
The ventricles are filled with blood coming from the atria
and ejected through the arteries. A valve model gives rela-
tionships between the outward flow and the various pressures
(ventricular, arteria and atria). The arteria pressure is modeled
using a four-element Windkessel model (Stergiopulos et al,
1999), that depends on four parameters: the peripheral resistance
Rp, the characteristic time τ , the characteristic resistance Zc and
the total arteria inertance L.
The values of the mentioned parameters are given Table.1.
Table 1: Parameter values.
Notation Parameter Name Value
σ0 (MPa) Max Contraction 7
k0 (MPa) Max Stiffness 5
kATP (s
−1) Contraction Rate 15
kRS (s
−1) Relaxation Rate 35
Es (MPa) Linear Modulus 10
α Cross-bridges Unfasten Rate 0.5
µ (MPa.s) Viscosity 1.3
c1 (kPa) Mooney Rivlin Modulus 10
c2 (kPa) Mooney Rivlin Modulus 10
K (MPa) Bulk Modulus 10
τ (s) Wind. Charact. Time 0.8
Rp (MPa.m
−3.s) Wind. Periph. Resistance 100
Zc (MPa.m
−3.s) Wind. Charact. Resistance 1
L (kPa.s2.m−3) Wind. Total Art. Inertance 10
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